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ABSTRACT
We will present the design and implementation, along with calculations and some measurements of the per-
formance, of the room-temperature and cryogenic optics for MUSIC, a new (sub)millimeter camera we are
developing for the Caltech Submm Observatory (CSO). The design consists of two focusing elements in addition
to the CSO primary and secondary mirrors: a warm oﬀ-axis elliptical mirror and a cryogenic (4K) lens. These
optics will provide a 14 arcmin ﬁeld of view that is diﬀraction limited in all four of the MUSIC observing bands
(2.00, 1.33, 1.02, and 0.86 mm). A cold (4K) Lyot stop will be used to deﬁne the primary mirror illumination,
which will be maximized while keeping spillover at the sub 1% level. The MUSIC focal plane will be populated
with broadband phased antenna arrays that eﬃciently couple to factor of  3 in bandwidth,1, 2 and each pixel on
the focal plane will be read out via a set of four lumped element ﬁlters that deﬁne the MUSIC observing bands
(i.e., each pixel on the focal plane simultaneously observes in all four bands). Finally, a series of dielectric and
metal-mesh low pass ﬁlters have been implemented to reduce the optical power load on the MUSIC cryogenic
stages to a quasi-negligible level while maintaining good transmission in-band.
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1. INTRODUCTION
MUSIC (the Multicolor Submillimeter Inductance Camera) is a new camera that will soon begin collecting data
at the CSO,3, 4 replacing the existing mm-wave imaging camera Bolocam.5 The MUSIC focal plane will be
populated with 576 (24 × 24) phased antenna arrays,1 which will be coupled to a new type of pair-breaking
detector, a microwave kinetic inductance detector (MKID).6 MUSIC will have a 14 arcmin ﬁeld of view (FOV),
which provides a detector spacing of  (f/#)λ. Lumped-element band deﬁning ﬁlters will be placed between
the phased antenna arrays and the MKIDs,7 and four observing bands (2.00, 1.33, 1.02, and 0.86 mm) will be
deﬁned for each pixel (i.e., each pixel will be coupled to four MKIDs). Based on MUSIC’s spectral coverage,
it is an ideal instrument for observing objects such as high-redshift dusty submm galaxies8 and massive galaxy
clusters via the Sunyaev-Zel’dovich eﬀect (SZE).9
In this paper we will present the details of the MUSIC optical design. The design naturally splits into two
separate systems: one that deﬁnes the point-spread function, FOV, etc. (i.e., elements that reﬂect, refract, or
deﬁne apertures) and one that shields the focal plane from unwanted optical power and deﬁnes the observing
bands (i.e., elements that ﬁlter the incoming radiation).
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2. REFLECTIVE, REFRACTIVE, AND APERTURE DEFINING OPTICAL
COMPONENTS
2.1 OVERVIEW
The Cassegrain telescope at the CSO consists of a 10.4 m diameter primary mirror and a  50 cm diameter
secondary mirror. Due to the focal ratio from the secondary mirror (F  12.5), and corresponding platescale at
the Cassegrain focus ( 1.5 arcsec/mm), reimaging relay optics are required to couple a large FOV camera to
the telescope. Currently, the 8 arcmin FOV provided by the SuZIE II relay optics is the largest at the CSO.5
With MUSIC’s focal plane, an 8 arcmin FOV would provide a pixel spacing of  0.4 (f/#)λ at 2.00 mm and
 0.9 (f/#)λ at 0.85 mm; this approximately Nyquist spacing would be eﬃcient for mapping compact sources
with MUSIC,10 but the sensitivity per-pixel (and hence the total camera mapping speed given our ﬁxed number
of detectors) would be maximized with a pixel spacing of  2 (f/#)λ.11 Since MUSIC will be used primarily
for large surveys, our goal is to maximize the mapping speed of the camera, which means we would like much
larger pixel spacings than can be achieved with the 8 arcmin FOV of the SuZIE II relay optics. Therefore, we
are fabricating new relay optics to provide the largest FOV possible at the CSO.
The FOV limiting aperture at the CSO is a tubular opening in the hexplate that forms the base of the support
structure for the primary mirror and has a diameter of  60 cm; since this aperture is close to the Cassegrain
focus of the telescope it truncates the FOV in a relatively clean manner. Geometrically this aperture corresponds
to a diameter of  18 arcmin, but MUSIC’s quasi-optical mm-wave beams will be noticeably vignetted ( 1%)
for FOVs larger than  15 arcmin. Therefore, we have chosen to illuminate MUSIC’s square focal plane such
that each edge corresponds to 14 arcmin; this provides the approximately optimal combination of unvignetted
detector yield and per-pixel sensitivity.
2.2 FOCAL PLANE GEOMETRY
MUSIC’s focal plane will be populated with 576 phased antenna arrays,1 or pixels, layed out in a square with
24 × 24 pixels; each antenna array will be 4.2 mm square, and the center-to-center spacing will be  5 mm.
Overall, the focal plane will be approximately 135 mm square, which means the platescale will need to be
 6.25 arcsec/mm. For the 10.4 m primary mirror at the CSO, this platescale corresponds to a focal ratio of
 3.2∗, which is well matched to our phased antenna arrays that have outgoing time-reverse focal ratios of  2−4
for our observing bands.
2.3 OPTICAL DESIGN
The simplest way to reimage a Cassegrain system is with two folding ﬂat mirrors and a single oﬀ-axis elliptical
mirror, so that basic layout was the starting point for a new relay optics design. Geometrically, the Cassegrain
focus is placed at one foci of the ellipse, and the ellipse reimages the Cassegrain focus at the other foci, at least
in the traditional design. However, Serabyn12 found that the unaberrated FOV could be enhanced by using a
modiﬁed ellipse, where the foci is placed at a location given by 2f , where f is the distance from the mirror
surface to the Cassegrain focus. We tried varying the foci location between 1.5f and 2.5f and found that the
aberrations are indeed minimized when the foci is placed at 2f , so we ﬁxed the location of the ellipse foci at this
value in all of our designs.
The relay optics and MUSIC cryostat will be mounted above the alidade platform at the CSO, which forces
strict limits on the size of the optics. First, there is only enough space left-right (along the azimuth direction) for
mirrors that are  100 cm in width. This means that our elliptical mirror needs to be placed  200 cm from the
Cassegrain focus of the telescope, since the extreme rays for a 14 arcmin FOV will diverge by more than 100 cm
beyond that location. Second, the primary image formed by the elliptical mirror needs to be inside the cryostat
so that the Lyot stop can be placed at a cold ( 4 K) surface†. Consequently, the primary image will need to be
 100 cm from the elliptical mirror to prevent the cryostat from blocking the optical path from the preceding
∗The Lyot stop eﬀectively makes the primary mirror smaller, which means the actual f/# at the focal plane will be
slightly larger than 3.2.
†Our pixels eﬃciently couple to a large amount of area outside the Lyot stop. Therefore, by placing the Lyot stop on
a cold surface we can signiﬁcantly reduce the amount of stray light power that is absorbed by the detectors.
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Figure 1. Left: overall view of the optical system including the 10.4 m primary mirror of the CSO. Right: closer view of
the MUSIC relay optics, including the two folding ﬂat mirrors, oﬀ-axis elliptical mirror, and cold reimaging lens. Note
that the ray bundles represent ﬁeld locations of (+7,0),(-7,0),(0,+7),(0,-7) arcmin (az,el).
ﬂat mirror. Note that to satisfy this requirement the focal ratio produced by the elliptical mirror will need to be
 10. Since we would like to feed the MUSIC focal plane with a focal ratio of  3, this means we will require a
reimaging lens behind the Lyot stop. Finally, the distance from the elliptical mirror to the primary image must
be less than  150 cm to maintain adequate clearance between the cryostat and the telescope backing structure.
Given the above constraints, we iteratively converged to an optimal design as follows: 1) pick a geometry
for the two ﬂat mirrors and single oﬀ-axis elliptical mirror, 2) determine the geometry of a cold lens that will
produce the correct focal ratio for our pixels while minimizing aberrations and making the system as telecentric as
possible, 3) perform time-reverse physical optics calculations using Zemax to determine the mirror sizes required
so that  99% of the power propagates through the relay optics, 4) confer with the design engineer to determine
if a structure can be fabricated to mount the mirrors and cryostat. Note that while picking a geometry in step
1 we tried to minimize the fold angle at the elliptical mirror, since larger fold angles move the mirror further
oﬀ-axis and produce worse aberrations.
For our ﬁnal design the ﬁrst folding mirror has dimensions of 70× 75 cm (az and el), a fold angle of 60◦, and
is located 5 cm in front of the telescope Cassegrain focus. The second ﬂat is located 95 cm from the ﬁrst ﬂat
mirror, and is 80 × 90 cm with a fold angle of 65◦; the elliptical mirror is located 105 cm from the second ﬂat
mirror, has a fold angle of 40◦, and is 94× 97 cm. Finally, the focal ratio coming from the elliptical mirror is
F  16; an image of the primary mirror is formed 124 cm from its surface. A view of this new relay optics design
is given in Figure 1. Note that the fold angles of the ﬂat mirrors were chosen so that the cryostat will be at an
angle of 35◦ from the optical axis of the telescope. Since most of our observations will be at elevation angles of
40− 70 degrees, the cryostat will be vertical at the average elevation angle of our observations, 55◦. The reason
we would like the cryostat to be close to vertical for all our observations is because the cryomechanical cooler
performance degrades when it is tilted.13
As mentioned above, the lens geometry was chosen not only to minimize aberrations over the MUSIC FOV,
but also to make the system as telecentric as possible. While optimizing the properties of the lens we found that
a the total level of aberrations is reasonably constant over a wide range of lens shapes/positions. However, the
time-reverse illumination pattern on the primary mirror quickly becomes sub-optimal when the system becomes
less telecentric. Therefore, telecentricity was the primary characteristic in determining the optimum shape and
position of the lens. To this end, we found that decentering the lens and focal plane by 5 mm along the
elevation direction signiﬁcantly improves the telecentricity of the system without noticeably changing the level of
aberrations. The ﬁnal lens design, using ultra-high molecular weight polyethylene (UHMWPE), has a thickness
of 63.5 mm and a diameter of 250 mm. The radius of curvature of the lens is slightly diﬀerent on each face, and
is  250 mm.
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Lyot stop Ø M2 spillover M1 spillover PSF FWHM NEPγ (mJy/
√
Hz)
7.8 m 0.1% 0.0% 51 arcsec 23
8.7 m 0.7% 0.2% 47 arcsec 17
9.0 m 1.1% 0.5% 45 arcsec 16
9.6 m 1.7% 0.9% 44 arcsec 15
10.4 m 3.7% 4.4% 42 arcsec 14
Table 1. Spillover fraction at the secondary mirror (M2) and primary mirror (M1), full-width at half-maximum for the far-
ﬁeld PSF, and estimated point-source sensitivity for a range of eﬀective Lyot stop diameters. Values for the 2.00 mm band
are shown because the mirror spillover is largest for this band, however the relative increase in spillover and improvement
in point-source sensitivity is similar for the other three bands. An eﬀective Lyot stop diameter of 9.0 m will be used for
MUSIC.
Finally, our optical design includes a Lyot stop at the primary image located between the cold reimaging lens
and the elliptical mirror. A signiﬁcant fraction, roughly 50%, of the time-reverse beam for our  (f/#)λ pixels is
truncated at the Lyot stop (see Table 2); to limit the amount of stray light power absorbed by the detectors the
Lyot stop will be maintained at  4 K. The size of the Lyot stop was chosen to optimally balance the tradeoﬀ
between optical eﬃciency/primary illumination and mirror spillover. By illuminating more of the primary, which
will narrow the far-ﬁeld point-spread function (PSF), we can signiﬁcantly improve MUSIC’s mapping speed for
the point-like galaxies and relatively compact galaxy clusters we will be observing‡. However, this narrowing of
the PSF needs to be balanced against the increased optical load and potential systematics produced by increased
mirror spillover. Since the sky is relatively cold at mm wavelengths the sensitivity penalty for spillover at the
secondary mirror is benign, but spillover at the primary mirror will couple to warm surfaces which may or may
not have ﬂuctuating temperatures. We have used Zemax to predict the amount of primary/secondary mirror
spillover for various Lyot stop diameters, and we have calculated a corresponding point-source sensitivity for
each case.14 Based on this analysis, we have chosen a Lyot stop with a diameter of 69.4 mm (9.0 m at the
primary mirror); at larger diameters the improvement in point-source sensitivity is milder while the amount of
spillover increases signiﬁcantly. See Table 1. Note that the primary mirror spillover is predicted to be less than
1% for all four MUSIC observing bands.
2.4 MECHANICAL DESIGN
We have designed, and are currently fabricating, a single optics box that contains the two ﬂat mirrors and the
oﬀ-axis elliptical mirror; this box mounts to the telescope backing structure and provides a mounting point for
the camera cryostat. An overall view of the design is given in Figure 2. After iterating to a mechanical design
that was compatible with our optical design (see Section 2.3), our only additional requirement was that the
structure be rigid enough that it will not noticeably aﬀect our optical performance under the stresses it will
experience at the telescope (e.g., from gravity and telescope scanning). The intrinsic pointing uncertainty of the
CSO is 2− 3 arcsec, which means that the pointing uncertainty induced by deformations of the optics box needs
to be small compared to this value. Additionally, changes in the optical eﬃciency (strehl ratio) need to be small
compared to our inherent ﬂux calibration uncertainty, which is  5%.
Using ﬁnite element analysis, we have calculated the amount of translation, tilt, and deformation that can
be expected for each optical element in our system. Zemax has been used to determine the associated optical
performance degradations resulting from these translations and deformations. In all cases the change in strehl
ratio is negligible compared to our expected ﬂux calibration uncertainty, and the pointing errors are small
compared to the intrinsic pointing uncertainty of the CSO. A summary is given in Table 3. Note that our
individual raster scans of a source will be  5 deg§, which means the maximum diﬀerential force due to gravity
on any element in our system will be g/12. We will ignore the acceleration of the telescope during a scan since
it will be negligible compared to the diﬀerential gravitational acceleration¶.
‡Additionally, source confusion will be a major issue for deep surveys for submm galaxies with MUSIC; a narrower
PSF will reduce the amount of confusion for a given source ﬂux.
§It is possible to accurately ﬁt for pointing drifts between scans as a source moves across the sky,15 therefore it is only
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band/location Lyot stop ﬁlters/window relay mirrors primary supports secondary primary
2.00 mm (0,0) 72.1% 0.1% 0.4% 0.1% 1.1% 0.5%
2.00 mm (0,+7) 73.1% 0.2% 2.1% 2.8% 4.3% 0.8%
2.00 mm (+7,0) 73.1% 0.2% 2.0% 0.9% 1.5% 0.5%
1.33 mm (0,0) 49.0% 0.0% 0.1% 0.1% 0.3% 0.1%
1.33 mm (0,+7) 49.9% 0.1% 1.1% 1.5% 3.4% 0.3%
1.33 mm (+7,0) 50.4% 0.1% 0.9% 0.5% 0.7% 0.2%
1.02 mm (0,0) 32.4% 0.0% 0.1% 0.0% 0.2% 0.0%
1.02 mm (0,+7) 32.7% 0.0% 0.6% 0.7% 2.0% 0.1%
1.02 mm (+7,0) 33.7% 0.0% 0.5% 0.3% 0.3% 0.0%
0.86 mm (0,0) 23.8% 0.0% 0.1% 0.0% 0.1% 0.0%
0.86 mm (0,+7) 24.1% 0.0% 0.3% 0.4% 1.4% 0.0%
0.86 mm (+7,0) 25.1% 0.0% 0.3% 0.2% 0.1% 0.0%
Table 2. Spillover fraction for each surface, or set of surfaces, in the optical system. The spillover is calculated for the
Lyot stop, the ﬁlters and window of the cryostat, the relay mirrors (two ﬂat mirrors and one oﬀ-axis elliptical mirror),
the opening in the support structure for the CSO primary mirror, the secondary mirror, and the primary mirror. For
each observing band we have calculated the spillover for a pixel at the center of the focal plane (0,0 arcmin), one at the
extreme edge of the focal plane in the elevation direction (0,+7 arcmin), and one at the extreme edge of the focal plane
in the azimuth direction (+7,0 arcmin).
We have also used Zemax to determine the manufacturing surface tolerances for all of the MUSIC mirrors.
The elliptical mirror will be able to translate perpendicular to the optical axis by ±0.5 inches to account for
small misalignments (misalignments perpendicular to the optical axis will not aﬀect the performance of the
ﬂat mirrors). Small misalignments of the mirrors along the optical axis can be corrected using the adjustable
secondary mirror at the CSO. Additionally, the optics box design will allow us to adjust each mirror by ±0.4 deg,
so we can easily compensate for any imperfection in the mirror surfaces that appears as a slight tilt. However,
there will also be higher-order imperfections in the surfaces that will degrade the optical performance of the
system; we have modeled these deformations as an eﬀective change in the radius of curvature of the mirror. In
some cases, this degradation can be partially compensated for by adjusting the position of the CSO secondary
mirror, but there is still a reduction in the strehl ratio of the system. We have speciﬁed a maximum surface
deviation of 0.05 mm (0.002 inches) for each mirror surface; this deviation is caused primarily by internal material
stress and will appear as a large scale deformation of the mirror. This tolerance is not diﬃcult to achieve for our
 100 cm mirrors, and such deviations reduce the strehl ratio of the system by less than 0.02%, 0.10%, and 0.08%
the pointing drift within a scan that we are concerned with.
¶The maximum acceleration of the CSO is  1 arcmin-s−2, which corresponds to  g/5000.
elliptical mirror
to CSO secondary
to camera
Figure 2. Left: cross section of the relay optics box. Right: isometric view of the optics box and camera cryostat.
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surface translation Δ strehl tilt pointing err. surface deformation Δ strehl
M3 (ﬁrst ﬂat) 20 μm 0.01% 0.3 μm 0.1 arcsec Rcurv = 2× 108 mm < 0.01%
M4 (second ﬂat) 30 μm 0.01% 0.7 μm 0.2 arcsec Rcurv = 1× 108 mm 0.01%
M5 (elliptical) 30 μm 0.01% 2.4 μm 0.5 arcsec Rcurv = 5× 107 mm 0.02%
focal plane 80 μm 0.11% N/A 0.5 arcsec N/A N/A
Table 3. The maximum changes in the optical performance of MUSIC for translations, tilts, and surface deformations
of the optical elements during a 5 deg raster scan of the CSO in the elevation direction. These changes in the optical
properties are caused by diﬀerences in the gravitational force on the MUSIC optics during the scan. For the three mirrors,
translations and surface deformations cause changes in the strehl ratio and tilts result in pointing errors. For the focal
plane, translations along the optical axis, tilts, and surface deformations cause changes in the strehl ratio and translations
perpendicular to the optical axis result in pointing errors; therefore we have lumped all of the motions of the focal plane
into a single “translation” value, and given the associated change in strehl ratio and pointing. Note that the focal plane
translations are due to roughly equal contributions from the optics box that the cryostat mounts to along with support
structures within the cryostat. In all cases the change in the strehl ratio is negligible compared to the  5% ﬂux calibration
error we expect for MUSIC data, and the pointing errors are small compared to the 2 − 3 arcsec uncertainty inherent to
the CSO.
for the ﬁrst ﬂat, the second ﬂat, and the elliptical mirror. The surface ﬁnish of each mirror will be 0.004 mm
(0.0001 inches), limited by the minimum scallop height between cuts that is cost-feasible for the fabrication of
the elliptical mirror. Such surface imperfections will produce losses of  0.3%.
Additionally, we are currently fabricating all of the cryogenic optical components. In addition to the lens and
Lyot stop, we will also have several baﬄes with a temperature of  4 K to reduce the amount of stray light power
absorbed by the detectors. Although the phased antenna arrays produce a fairly narrow time-reverse beam, a
signiﬁcant amount of the beam is terminated at the Lyot stop; there is also non-zero response at large angles
outside the main beam. Starting from the focal plane, there is a cylindrical baﬄe with the same diameter as the
cold lens that extends out from the focal plane 18 cm. A second cylindrical baﬄe, with slightly larger diameter,
extends towards the focal plane from the lens and overlaps the ﬁrst baﬄe by 8 cm. A third cylindrical baﬄe,
again with a diameter equal to the cold lens, extends from the opposite side of the lens a distance of 11 cm.
The Lyot stop is then cut out from the end plate of a cylinder that extends well past the preceding baﬄes. See
Figure 3. All of these surfaces will be covered with carbon-loaded stycast,16 trowled to have a v-shaped proﬁle.
Consequently, all of the baﬄe surfaces will be extremely emissive, ensuring that approximately all of the stray
light absorbed by the detectors will be from 4 K surfaces.
Finally, we have already designed, built, and installed a new upper relay assembly for the CSO. This assembly
contains two computer-controlled movable mirror mounts, one for each Nasmyth focus of the telescope, along
with mechanical support and mounting points for relay optics at the Cassegrain focus, such as MUSIC. The
previous assembly had to be replaced because it only provided a  33 cm clear aperture for the Cassegrain focus,
window
Lyot stop
22 cm
lens
focal plane
20 cm
24 cm
Lyot stop
focal plane
cutout
stray light
baffles
Figure 3. Left: cross section of the camera cryostat. Right: isometric view of the same cross section.
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Figure 4. Strehl ratio over the MUSIC FOV for cuts in azimuth (left) and elevation (right) for all four MUSIC observing
bands.
which would have limited the FOV to  10 arcmin. The new assembly has a 60 cm clear aperture to ensure that
the opening in the immutable telescope backing structure is the FOV limiting aperture in the system.
2.5 MEASURED AND CALCULATED PERFORMANCE
Since the MUSIC camera is still in development, and the optics box is currently being fabricated, we have not
measured the end-to-end performance of the full optical system. However, we have measured the performance of
some of the sub-components in the system, and we have estimated the performance via simulation for the entire
system using Zemax.
As mentioned in Section 2.3, one of the drivers of our optical design was maximizing the strehl ratio over the
entire FOV. This optimization was performed using Zemax, and our ﬁnal design produces strehl ratios above
the diﬀraction limit for all four MUSIC bands over the entire FOV, with the exception of the extreme edge of
the FOV for the 0.86 mm band. See Figure 4.
Additionally, we have used Zemax to calculate the far-ﬁeld PSF for pixels in all four bands at the center and
edges of the FOV. The predicted FWHMs of the PSFs for pixels at the center of the focal plane are 45, 31, 25,
and 22 arcsec for the 2.00, 1.33, 1.02, and 0.86 mm observing bands. Pixels at the edge of the focal plane are
predicted to have FHWMs that are slightly larger ( 2 − 3%). See Figure 5. We have recently completed an
observing run with a test focal plane using the existing SuZIE II relay optics box;17 the pixels in this focal plane
are identical to what will be in the ﬁnal camera, but we did not include the 2.00 mm band in this test device.
Additionally, the Lyot stop used for this test run has an eﬀective diameter of 7.8 m, as opposed to 9.0 m for the
ﬁnal camera. As a result, the PSFs of the test camera are predicted to be 36, 28, and 24 arcsec for the 1.33,
1.02, and 0.86 mm bands. The measured FWHMs, from observations of Uranus, are 35.7± 1.1, 29.5± 1.3, and
25.7± 1.0 arcsec for the three observing bands, close to the predicted values.
3. FILTERING AND BAND-DEFINING COMPONENTS
3.1 OVERVIEW
The detectors used in MUSIC require an operating temperature of  250 mK to optimize their sensitivity, so the
camera focal plane is cooled inside a cryostat using a Cryomech PT-415 and a Chase He-10 sorption fridge.13, 18, 19
We require a large ( 300 mm diameter) window in this cryostat; the optical power that passes through this
window produces a noticeable load on the ﬁrst stage of the PT-415, and signiﬁcantly exceeds the cooling power of
the second stage of the PT-415 and the He-10 fridge. Most of this optical load is due to photons at wavelengths
much shorter than our observing bands, and we have designed a ﬁltering scheme to absorb/reﬂect this short-
wavelength radiation without signiﬁcantly decreasing the in-band transmission (the transmission is  85% in all
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Figure 5. Far ﬁeld PSF for pixels at the center (top) and edges (center, bottom) of the FOV for the four MUSIC observing
bands (left to right). The blue circle indicates the FWHM.
four bands). The resulting optical power loads on both the PT-415 and the He-10 fridge are quasi-negligible,
and are sub-dominant to other loads on these systems (e.g. through wires and mechanical supports).
The MUSIC observing bands are deﬁned using a set of lumped-element bandpass ﬁlters placed on microstrips
between the phased antenna arrays and the detectors.7 By tuning the individual components in the lumped-
element ﬁlters we are able to match the pass-bands to the atmospheric observing windows‖ while optimizing the
in-band transmission (the average transmission is  80%).
3.2 IR BLOCKING
The MUSIC cryostat contains four separate temperature stages, each with a ﬁnite amount of cooling power.
From warmest to coldest, with maximum acceptable operating temperatures, these stages are: 1) the ﬁrst stage
of the PT-415 ( 50 W at 50 K), 2) the second stage of the PT-415 ( 1.5 W at 4 K), 3) the intermediate
cold head of the Chase refrigerator ( 100 μW at 350 mK), and 4) the ultracold head of the Chase refrigerator
( 5 μW at 250 mK). In general, a ﬁlter is required in the optical window of the preceding stage in order to
reduce the amount of optical power incident on each temperature stage. Ideally, this ﬁlter should reﬂect all of
the radiation that is outside the observing bands and transmit all the radiation within the observing bands.
Filters that absorb out of band radiation can also be eﬀective; such ﬁlters also radiate out-of-band, but at a
colder temperature than the surface they absorb power from.
‖The 1.33 and 1.02 mm bands are in a single atmospheric window, these bandpasses were designed to provide roughly
equal sensitivity to sources with a dusty spectrum.
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In order to determine the optimal ﬁltering scheme for MUSIC we tested a wide range of conﬁgurations using
absorptive (dielectric) ﬁlters. For each conﬁguration we measured the temperature at the center and/or edge
of all of the ﬁlters, the metal surfaces each ﬁlter was clamped to, and each cold stage. Using these data we
were able to develop a simple model to robustly predict the temperatures of each ﬁlter and temperature stage.
To start, the radiative load on each ﬁlter can be determined from its emissivity, along with the temperature
and emissivity of the adjacent ﬁlter. We made the simplifying assumptions that the temperature of the ﬁlter
is azimuthally symmetric and the emissivity of the ﬁlter surface is given by its total absorption, which was
calculated using the results in Benford et al.20 and Benford et al.21 With these assumptions, each annulus
receives power via radiation from the adjacent ﬁlter and conduction from the adjacent annulus with a higher
temperature. Additionally, each annulus loses power via radiation and conduction to the adjacent annulus with
a lower temperature. The thermal load on the stage is then the sum of the power radiated from the cold side of
the dielectric and the power conducted from the edge of the ﬁlter to the clamping surface.
Given this model, the temperature proﬁle of a ﬁlter can be determined from a temperature measurement
at a single radius, or annulus, if the temperature/emissivity of the previous ﬁlter is known. Furthermore, the
temperature proﬁle of a ﬁlter can also be determined if both the temperature of the surface it is clamped to,
along with the thermal conductivity between the ﬁlter and the surface, are known. In practice, this simple model
predicts temperature proﬁles that agree with measurements to  10%, and power loads on the PT-415 stages that
agree with loadcurve measurements within  20%. It should be noted that the thermal conductivity between the
dielectric and the clamping surface is relatively poor and is strongly dependent on the amount of clamping force.
For example, with a relatively poor clamping design we measured temperature diﬀerences  100 K between the
edge of the dielectric and the clamping surface.
For our ﬁnal design, a 1 inch thick piece of UHMWPE will be used for the MUSIC cryostat window. This
material has excellent transmission at millimeter wavelengths, and is strong enough to maintain vacuum inside
the cryostat. Our optics require a window with a 300 mm diameter clear aperture; in the absence of any ﬁltering
the radiation passing through the window will produce a  60 W load on the ﬁrst stage of the PT-415. In
order to prevent this radiation from reaching the PT-415 we will have two IR shaders from QMC Instruments
behind the window,22 the ﬁrst shader reﬂects wavelengths below 20 μm and the second reﬂects wavelengths
below 100 μm. Using transmission spectra from QMC, along with the assumption that the ﬁlters have a 2%
emissivity,23 we estimate that these will reduce the load on the ﬁrst stage of the PT-415 to  3 W. ∗∗
We will use two separate 0.625 inch thick pieces of Teﬂon to cover the optical opening in the 50 K radiation
shield. These pieces of Teﬂon will absorb radiation with wavelengths shorter than  300 μm. The center of the
ﬁrst piece of Teﬂon should reach a temperature of  90 K, while the edge is expected to be at a temperature of
 70 K, and the second piece of Teﬂon will have a uniform temperature of  70 K. Note that the top surface
of the 50 K radiation shield, where these ﬁlters will be mounted, is expected to be at  70 K due to the ﬁnite
thermal conduction down the sides of the shield. The transmission of this Teﬂon stack is > 95% in the 0.86 mm
band, and the optical load transmitted to the second stage of the PT-415 will be a quasi-negligible  100 mW.
Additionally, the surfaces of the Teﬂon will be coated with Zitex21 to reduce the in-band reﬂections.
The optical opening in the 4 K radiation shield will be covered with a 0.125 inch piece thick of ﬂuorogold
sandwiched between two .025 inch thick pieces of Teﬂon. This sandwich will absorb radiation with wavelengths
shorter than  500 μm, and we expect it to be at a uniform temperature of  10 K. As with the previous ﬁlter
stack, the transmission in-band is excellent, > 93% in the 0.86 mm band. Additionally, we will install a 13.5 icm
metal mesh ﬁlter from QMC inside the 4 K radiation shield at the Lyot stop. This ﬁlter is required because the
load on the focal plane, and hence the ultracold head of the Chase refrigerator, without the metal mesh ﬁlter is
unacceptably large ( 5 μW). Including the metal mesh ﬁlter, which reﬂects radiation with wavelengths below
 800 μm, reduces the load on the focal plane to  1 μW. It is not possible to reproduce the performance of the
metal mesh ﬁlter using dielectrics; reducing the focal plane load to a similar level using dielectrics signiﬁcantly
∗∗Note that we have also tested the system using 6 cm of Zotefoam behind the window; the Zotefoam absorbs radiation
with wavelengths below  500 μm and has a very low thermal conductivity which allows the inner surface to radiatively
cool to  175 K. With Zotefoam the load on the ﬁrst stage of the PT-415 is  5 W, but it absorbs a non-negligible
amount of in-band radiation (25% in the 0.86 mm band). Therefore, our ﬁnal design includes the QMC IR shaders rather
than Zotefoam.
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stage optical ﬁlter(s) transmission optical load cooling power
1.0 inch UHMWPE > 99%
vac shell (300 K) 20 μm and 100 μm IR shader > 99% N/A N/A
PT-415 stage 1 (50 K) x2 0.625 inch PTFE > 95% 3 W 50 W
0.25/0.125/0.25 PTFE/f-gold/PTFE > 93%
PT-415 stage 2 (4 K) metal mesh 13.5 icm > 95%  100 mW 1.5 W
Chase UC (250 mK) N/A N/A  1 μW 5 μW
Table 4. The in-band transmission of the optical ﬁlter stack at each temperature stage. Also shown is the optical load on
each stage, along with the total cooling power of the stage for the maximum acceptable operating temperature.
reduces the transmission in-band due to the relatively gentle cut-oﬀ of the dielectrics. A summary of the power
load on each temperature stage, along with the in-band transmission of each ﬁlter stack, is given in Table 4.
3.3 BAND-DEFINING FILTERS
The phased antenna arrays eﬃciently absorb radiation over a fairly large bandwidth from 125− 375 GHz;1 our
relatively narrow observing bands fall within this range and are deﬁned using lumped element ﬁlters placed on
superconducting feedlines between the antenna arrays and the detectors. For a single pixel, the feedline from
the antenna is split into four feedlines which go to the four ﬁlters that deﬁne each of the observing bands.
See Figure 6. Since the ﬁlters are highly reﬂective out of band, this splitting results in negligible power loss.
Schematically, the ﬁlters are derived from a simple 3-pole Butterworth low-pass ﬁlter prototype. A schematic
is given in Figure 6. Initially, the capacitance and inductance values are are optimized to give: 1) maximum
eﬀective bandwidth (i.e., the integrated bandpass), 2) negligible transmission on or near the main atmospheric
absorption lines, and 3) approximately equal sensitivity to dusty objects in the 1.33 and 1.02 mm bands. Next,
the scattering parameters of the feed network and transmission lines between the capacitors and inductors are
included in the calculation. Before the circuit model is transferred into a layout for fabrication, each element
is optimized using Sonnet to match the design value after accounting for the ﬁnite surface impedance of the
superconductor; the feed network is further optimized to match the expected power load on each ﬁlter. Finally,
the ﬁlters are then fabricated using superconducting Nb as the conducting layer and SiO2 as a dielectric material
(dielectric constant of 4).
We have fabricated a test focal plane that contains the 1.33, 1.02, and 0.86 mm observing bands, and
measured the bandpasses using a Fourier Transform Spectrometer (FTS). The FTS data agree well with the
predicted bandpasses, although the 1.33 mm band shows some deviations. See Figure 6. This test data will be
used to further optimize the ﬁlter designs, and a device with the 2.00 mm band will be fabricated in the near
future.
4. SUMMARY
In this manuscript we have presented the optical design for MUSIC, a new (sub)mm camera we are developing
for the CSO. The design contains only two powered optics, an oﬀ-axis elliptical mirror and a cold refractive lens,
and it will provide MUSIC with diﬀraction limited performance over the maximum FOV possible at the CSO. A
cold (4K) Lyot stop will be used to control the primary illumination pattern to maximize MUSIC’s point source
sensitivity while keeping spillover below 1%. Each pixel on the MUSIC focal plane will be deﬁned using phased
antenna arrays,1, 2 and will be coupled to four separate detectors via four diﬀerent lumped-element bandpass
ﬁlters. To minimize the radiative load on the cold stages within the MUSIC cryostat we have used a series of
metal-mesh low pass ﬁlters and dielectrics; the resulting optical power loads are quasi-negligible compared to the
cooling power available at each stage. As we integrate the MUSIC camera several of the optical subsystems have
been tested, and perform close to expectations; most of the remaining optical components are in fabrication and
will be tested in the near future.
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Figure 6. Left top: simple schematic of the bandpass ﬁlter design. Left bottom: ﬁlter layout. The feedline from the
antenna comes in from the left and is split to four bandpass ﬁlters. Right: predicted (solid black) bandpasses and
measured (solid red, green, and blue) bandpasses overlaid on an atmospheric transmission plot for the CSO with the
median 1.68 mm of precipitable water vapor.24
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